Purpose: Positron emission tomography (PET) is an important tool for nuclear medical imaging. It has been widely used in clinical diagnosis, scientific research, and drug testing. PET is a kind of emission computed tomography. Its basic imaging principle is to use the positron annihilation radiation generated by radionuclide decay to generate gamma photon images. However, in practical applications, due to the low gamma photon counting rate, limited acquisition time, inconsistent detector characteristics, and electronic noise, measured PET projection data often contain considerable noise, which results in ill-conditioned PET images. Therefore, determining how to obtain high-quality reconstructed PET images suitable for clinical applications is a valuable research topic. In this context, this paper presents an image reconstruction algorithm based on patch-based regularization and dictionary learning (DL) called the patch-DL algorithm. Compared to other algorithms, the proposed algorithm can retain more image details while suppressing noise. Methods: Expectation-maximization (EM)-like image updating, image smoothing, pixel-by-pixel image fusion, and DL are the four steps of the proposed reconstruction algorithm. We used a twodimensional (2D) brain phantom to evaluate the proposed algorithm by simulating sinograms that contained random Poisson noise. We also quantitatively compared the patch-DL algorithm with a pixel-based algorithm, a patch-based algorithm, and an adaptive dictionary learning (AD) algorithm. Results: Through computer simulations, we demonstrated the advantages of the patch-DL method over the pixel-, patch-, and AD-based methods in terms of the tradeoff between noise suppression and detail retention in reconstructed images. Quantitative analysis shows that the proposed method results in a better performance statistically [according to the mean absolute error (MAE), correlation coefficient (CORR), and root mean square error (RMSE)] in considered region of interests (ROI) with two simulated count levels. Additionally, to analyze whether the results among these methods have significant differences, we used one-way analysis of variance (ANOVA) to calculate the corresponding P values. The results show that most of the P < 0.01; some P> 0.01 < 0.05. Therefore, our method can achieve a better quantitative performance than those of traditional methods. Conclusions: The results show that the proposed algorithm has the potential to improve the quality of PET image reconstruction. Since the proposed algorithm was validated only with simulated 2D data, it still needs to be further validated with real three-dimensional data. In the future, we intend to explore GPU parallelization technology to further improve the computational efficiency and shorten the computation time.
INTRODUCTION
Positron emission tomography (PET) imaging is performed by injecting radioactive tracers into a patient's body and then measuring the distribution of radioisotopes. PET reconstruction algorithms can be divided into two main categories: analytical reconstruction algorithms and iterative reconstruction algorithms. The filtered back-projection (FBP) method is based on the Radon transform, but it does not consider the spatial and temporal heterogeneity of the system response and does not take into account the measurement noise of the instrument; therefore, the reconstructed images contain considerable noise. 1 Maximum-likelihood expectation-maximization (ML-EM) is widely used for statistical reconstruction in clinical practice; however, as the number of iterations increases, the image quality deteriorates, and "checkerboard artifacts" are produced. 1, 2 Early iteration termination and the incorporation of penalty terms or some prior knowledge of the likelihood function can help overcome the problems with the ML-EM method to a certain extent. 1 Here, we focus on the latter approach.
Most regularization methods discussed in the PET image reconstruction literature focus on the design of appropriate a priori functions for use in the maximum a posteriori (MAP) framework. 2, 3 Many MAP-based methods benefit from boundary information obtained from magnetic resonance imaging (MRI) and computed tomography (CT). Compared with PET images, CT and MRI images have higher resolutions and signal-to-noise ratios (SNRs) and can provide more abundant boundary information.
Patch-based methods can obtain more image features than pixel-based methods; consequently, they have been widely used in image denoising, restoration and reconstruction in the last decade. [4] [5] [6] Kervrann et al. proposed a novel adaptive patch-based approach for image denoising and representation. 7 Cheng-Liao and Qi developed a patch-based regularization method for iterative image reconstruction by using neighborhood patches instead of individual pixels to compute a nonquadratic penalty. This reconstruction approach is also more robust to hyperparameter selection than conventional pixel-based nonquadratic regularization is Ref. [2] .
According to the standard image reconstruction theory applied in medical imaging, to avoid view aliasing artifacts, the sampling rate of the view angles must satisfy the Shannon/Nyquist sampling theorem. However, the Shannon/ Nyquist sampling theorem does not assume any a priori image information, whereas in practice, some prior information about the image is typically available. 8, 9 Cand es et al. introduced a novel sampling theory called compressed sensing, also known as compressive sampling (CS). This theory asserts that one can recover signals and images from far fewer samples or measurements as long as one adheres to two basic principles: sparsity and incoherence or sparsity and restricted isometry. [10] [11] [12] [13] The theory of CS asserts that one can combine "low-rate sampling" with computational power for efficient and accurate signal acquisition. CS data acquisition systems directly translate analog data into a compressed digital form so that one can, at least in principle, obtain superresolved signals from just a few measurements. After the acquisition step, we need only to "decompress'' the measured data through optimization. 14 Recently, CS has become popular in image reconstruction and recovery applications. 13, 15 CS is used to reconstruct images using only a small number of observations obtained via projection using prior knowledge of a sparse image representation. For the sparse transformation of images, the discrete cosine transform (DCT), the wavelet transform and the finite difference method are commonly used. When sparse transformation is performed with the finite difference method, the total variation (TV) is used as a metric. Sidky et al. proposed the adaptive-steepest-descentprojection onto convex sets (ASD-POCS) algorithm, which aims to achieve the constrained minimization of the estimated image TV. The constraints are enforced by means of projection onto convex sets (POCS), and the TV objective is minimized via steepest descent with an adaptive step size. 16 Block et al. developed an iterative reconstruction method for undersampled radial MRI. The procedure relies on a two-step mechanism in which the coil profiles are first estimated and a final image that complies with the actual observations is then rendered. Prior knowledge is introduced by penalizing edges in the coil profiles and by means of a TV constraint for the final image. 17 Cone-beam CT (CBCT) reconstruction is achieved by minimizing the energy function consisting of a data fidelity term and a TV regularization term. 18 However, for undersampled and noisy images, the images reconstructed using TV constraints may not include some fine features and may have a blocky appearance. Compared to the discrete gradient transform used in the TV method, dictionary learning (DL) has been proven to be an effective approach for sparse representation. 18, 19 In DL, the optimal representation is learned from the data such that the atomic scale and characteristics of the dictionary are as close as possible to those of the image signal that needs to be represented. At present, there are many DL algorithms, most of which are based on the ML and the MAP probability of a Bayesian framework. By acquiring prior information on the image signal, one can select more suitable atoms with which to form an adaptive dictionary. Among methods of this type, the method of optimal directions (MOD), 20,21 the family of iterative least-squares-based dictionary learning algorithms (ILS-DLA), 22 the recursive least squares dictionary learning algorithm (RLS-DLA) 23 and the singular value decomposition (K-SVD) algorithm 24 are widely used, and a multiscale version of the K-SVD algorithm has also been developed. 1 Numerous applied experiments have shown that compared to other algorithms, the K-SVD algorithm yields superior results for various image processing tasks. 1, 3, 23, 25 Aharon et al. proposed a novel algorithm for adapting dictionaries to achieve sparse signal representations. 26 These authors showed that images can be sparsely represented by learned elements. Therefore, the method of sparse representation can be used to reduce the noise in reconstructed images.
Recently, sparse representation and DL have been applied to medical images, mainly for classification, denoising, and image reconstruction/restoration. 15, [27] [28] [29] [30] [31] Valiollahzadeh et al. proposed a method that uses DL in a sparse domain to reconstruct PET images from partially sampled data. 15 Tang et al. proposed the use of a DL-based sparse signal representation in the formulation of the prior information for MAP PET image reconstruction. 32 Xu et al. developed a low-dose x-ray CT image reconstruction method based on DL, and the results showed that this method can be used to generate images with less noise and more structural detail. 20 C. Shuhang et al. developed a reconstruction framework that integrates a sparsity penalty on a dictionary into a ML estimator. 1 However, these methods are most effective when the tissue function is uniform and the noise is low.
In this paper, we propose an image reconstruction algorithm based on patch-based regularization and DL known as patch-DL method. For the reconstruction of undersampled and noisy images, compared to other methods, the proposed method can preserve more details while removing noise and Medical Physics, 46 (11), November 2019 artifacts. The proposed algorithm has two obvious advantages. First, the degree of coincidence between anatomical structures and functional information has little effect on the reconstructed images. Second, regardless of whether there is noise interference along the edges of an image, this method can accurately distinguish the edges. We used a two-dimensional (2D) brain phantom to evaluate the proposed algorithm by simulating sinograms that contained random Poisson noise.
This paper is organized as follows. We introduce the background on DL and describe the proposed algorithm in detail in Section 2. The design of the simulation experiments and the evaluation indexes used are presented in Section 3. The performance of the proposed algorithm is demonstrated in Section 4. Discussions on convergence and parameter optimization are presented in Section 5. Conclusions and future work are discussed in Section 6.
MATERIALS AND METHODS

2.A. Problem formulation
2.A.1. Maximum-likelihood estimation
The measured PET data, also called the sonogram y, can be assumed to be a collection of independent Poisson random variables. The measurement y is related to the unknown image x by a projective transform 1 :
where P is the system matrix, with p ij denoting the probability of the detection of an event originating at pixel j by detector pair i; r accounts for background events, such as random noise and scattering; n i is the total number of detector pairs; and n j is the total number of pixels in the image. Based on the independent Poisson assumption, we can write the likelihood function as 2 :
In penalized likelihood (PL) reconstruction (or, equivalently, MAP reconstruction), an unknown image is estimated by maximizing a PL function:
where L(y/x) is the likelihood function, b is a regularization parameter, and U(x) is an image roughness penalty. When b goes to zero, the reconstructed image approaches the ML estimate.
2.A.2. Dictionary learning
Given an image x with dimensions of ffiffiffiffi ffi
, suppose that the image is decomposed into many overlapping blocks with dimensions of ffiffiffi ffi m p Â ffiffiffi ffi m p . Each image patch R v,w is uniquely indexed by the location of its top-left corner pixel (v, w) in x. The dictionary is a matrix D 2 R mÂs , and each column is called an atom. Thus, the dictionary contains m rows and s atoms. The number of rows in the dictionary corresponds to the patch size, and the number of atoms is an integer multiple of the number of rows. It is assumed that each patch R v,w can be approximated by a linear combination Da v;w of dictionary atoms. Accordingly, a v;w is the sparse representation of R v,w with respect to the dictionary D.
DL is mainly applied to solve the following problem in image reconstruction: where x is the given image, R v,w is a patch obtained from x, D is a patch-based dictionary, a v;w is the sparse representation of R v,w with respect to the dictionary D, T 0 is the level of sparsity and e is the reconstruction error threshold. The above equation can be rewritten in the following unconstrained form by the Lagrange method:
where l denotes the Lagrange multiplier. The value of l can be obtained by calculating the partial derivative of the objective function for each unknown number. Next, we will solve the above optimization problems in two steps:
In other words, the algorithm alternates between finding the best dictionary using the K-SVD algorithm when the coefficients (a) are fixed [Eq. (8) ] and finding the sparse coefficients using the orthogonal matching pursuit (OMP) algorithm when the dictionary (D) is fixed [Eq. (9)]. 26, 33 Next, we discuss the convergence of the K-SVD algorithm. Let us first assume that the result of the sparse coding is completely correct. In this case, the sparse coding will reduce the residual norm of the signal reconstruction. Furthermore, since the K-SVD algorithm does not compute a list of elements in the dictionary, the residual will be further reduced, and the sparse constraints will continue to be maintained. Therefore, the calculation of K-SVD must reduce the objective function. However, in practice, the current sparse coding methods are all approximate algorithms, which cannot guarantee the results, so K-SVD cannot always guarantee convergence. 26 Medical Physics, 46 (11), November 2019
2.B. Proposed algorithm
In PL reconstruction (or, equivalently, MAP reconstruction), an unknown image is estimated by maximizing a penalized likelihood function:
here, U(x) is a patch-based roughness function:
where f j (x) and f k (x) are the values of each pixel in the patches centered at pixels j and k, respectively, and N j is a neighborhood patch centered at pixel j. The Lagrange function is used here as a penalty function and d is called the hyperparameter. 2 When the penalty function satisfies the following three conditions, a convex PL function can be obtained. In this paper, w t ð Þ given in Eq. (11) satisfies the following conditions. Therefore, the patch-based algorithm is convergent. 2 1. The function w t ð Þ is symmetric and differentiable everywhere. 2. The first-order derivative.
is nondecreasing (hence, w t ð Þ is convex). 3. The curvature.
is nonincreasing for t ≥ 0, and 0\x w 0 ð Þ\ þ 1.
We use a surrogate function Q x; x n ð Þ to solve the above objective function. 2, 34 This optimization algorithm can guarantee global convergence. The function Q x; x n ð Þ needs to satisfy the following two conditions 2 :
where r denotes the gradient with respect to x. The optimization of the original objective function is now transformed into the optimization of the combined surrogate function. Therefore, the new objective function is
where Q L x; x n ð Þis a surrogate likelihood function 2, 34, 35 :
where
where the expected projection in iteration n is:
The surrogate likelihood function must satisfy the following two conditions:
here, Q b u x; x n ð Þis a surrogate penalty function 2, 36 :
where the pixelwise weights w n j are
and the intermediate imagex nþ1 j;Reg is calculated aŝ
Here, j l denotes the lth pixel in the patch f j (x), k l denotes the lth pixel in the patch f k (x), n l is the total number of pixels in a patch, and h l is a positive weighting factor equal to the normalized inverse spatial distance between pixel j l and pixel j. By solving the quadratic equation derived from the Karush-Kuhn-Tucker (KKT) conditions, we obtain the PL image estimate in iteration (n + 1):
when b ¼ 0, the above update equation is equivalent to the ML-EM formula.
In this paper, we use an adaptive dictionary that is learned from the current estimate x n in each iteration using the K-SVD algorithm to find the sparse coefficients using the OMP algorithm. The overall iteration scheme stops when the Medical Physics, 46 (11), November 2019 maximum number of iterations is reached. The algorithm is summarized in Algorithm 1.
EXPERIMENTS AND EVALUATION
To study the proposed patch-DL algorithm and evaluate its performance, we simulated a PET emission image. We compared the images reconstructed with various reconstruction algorithms through visual judgment and quantitative comparisons. Figure 1 (a) shows the 2D brain phantom that was used to simulate the PET emission image, and Fig. 1(b) shows the real CT image that was used to generate the attenuation factors. The activity phantom was forward-projected to generate a noise-free sinogram. In the simulations, independent Poisson noise was introduced to generate 20 realizations for a total number of events of 20 M (2e 7 ) and 10 M (1e 7 ), conforming to clinical use. A uniform background of 20% was added to simulate random noise and the scatter fraction in 2D.
The proposed patch-DL algorithm has several parameters that need to be set: the regularization parameter b was set to b ¼ 2 À7 , and the hyperparameter value was set to d ¼ 1e À9 . Both the patch size and the neighborhood size were set to 3 9 3 pixels. For DL, the patch size was set to 6 9 6 pixels, and the overlap stride was one pixel. The sparsity level T0 was set to 5. The local reconstruction error threshold e was set to 0.00025. In general, the algorithm parameters followed the settings of Refs. [1, 2, 9, 15] with the best performance.
Several metrics were utilized in this paper for quantitative analysis of the reconstructed images.
The MAE and RMSE can be calculated as follows:
where x z and x original z are the pixel values in the reconstructed image and the original image, respectively; Z is the total number of pixels in the reconstructed image; and q is the number of noise realizations. The quality of the image reconstruction can also be measured in terms of the normalized mean square error (NMSE) and CORR, which can be calculated as
CORR
where x z , x original z , t, q and Z have the same definitions as in (30) To make the calculation more accurate, we calculated the standard deviation. The standard deviation (SD) can be calculated as follows:
where t and q have the same definitions as in (30) and (31); value t represents the value of the tth noise realization of MAE, RMSE, NMSE, and CORR; and value represents the average value of the q noise realization of MAE, RMSE, NMSE, and CORR.
In addition, the absolute difference between the reconstructed image and the ground truth image [ Fig. 1(a) ] is presented for visual judgment. The proposed patch-DL methods were compared with the pixel-based algorithm, patch-based algorithm and adaptive dictionary learning (AD) algorithm. The AD algorithm was developed by Shuhang et al. 1 
RESULTS
To evaluate the performance of the proposed patch-DL method, several algorithms, including a pixel-based algorithm, a patch-based algorithm and an AD algorithm, were chosen for comparative experiments on a simulated PET emission image. To further optimize the pixel-based algorithm and patch-based algorithm, we added a post-reconstruction smoothing operation (Gaussian filtering). We also optimized the AD algorithm to the optimal result. The optimal reconstruction results are obtained by adjusting the parameters, as shown in Fig. 2 . The 2D brain phantom, as indicated in Fig. 1(a) , has three ROIs. Figure 2 demonstrates the reconstruction results for the 2D brain phantom data under one noise realization. In Fig. 2 , the first and third rows show the images reconstructed using the pixel-based Lagrange regularization algorithm 37, 38 and the patch-based Lagrange regularization algorithm, respectively. The second and fourth rows show the images reconstructed using the pixel-based algorithm plus a post-reconstruction smoothing operation and the patch-based algorithm plus a post-reconstruction smoothing operation, respectively. Comparing the optimized reconstructed image with the unoptimized reconstructed image shows that the quality of the optimized reconstructed image is improved overall. The edges of the images and the tumor are preserved in the reconstructions. However, the reconstructed image still contains a large amount of noise, and the tumor region contains some residual artifacts. The fifth row shows the image reconstructed using the AD algorithm 1 ; some artifacts and noise are still present. The sixth row shows the image reconstructed using the proposed method. By encouraging sparsity, the patch-DL method can considerably suppress noise while preserving image detail, and the edges of the tumor are also well recovered. Figure 2 (the second and fourth columns) presents the corresponding subtraction images. The first row to the fifth row show that there are some differences between the images reconstructed by the pixel-, patch-, and AD-based methods and the original phantom image. By contrast, the sixth row shows that there is little difference between the patch-DL-reconstructed image and the original phantom image. To further compare the performance of the pixel-, pixel + filter-, patch-, patch + filter-, AD-based, and proposed methods, zoomed-in views of the local ROIs marked with yellow squares in Fig. 1(a) are shown in Fig. 3 . The results show that the patch-DL method can suppress image noise more effectively while preserving subtle structures. At the same time, the results show that the image reconstructed with the patch-DL method is closer to the reference image. Tables I and II show the MAE, CORR, and RMSE values of the whole image and the three ROIs (marked with yellow squares in Fig. 1 (a) ) for the images processed with the pixel-, pixel + filter-, patch-, patch + filter-, AD-based, and patch-DL methods. Among these methods, the patch-DL method has the highest CORR and the lowest MAE and RMSE. It is well known that a higher CORR value and lower MAE and RMSE values indicate a higher quality reconstructed image. Therefore, Tables I and II confirm that the proposed method results in a better MAE, CORR, and RMSE performance in Fig. 1. (a) . The zoomed-in images in the first column were cropped from Fig. 1(a) . The zoomed-in images (b)-(g) in the first three rows were cropped from those in the first column (2e 7 count level) in Fig. 2 , and the zoomed-in images (b)-(g) in the last three rows were cropped from those in the third column (1e 7 count level) in each ROI under both count levels. At the same time, to analyze whether the results in Tables I and II have significant differences among the different methods, we used one-way analysis of variance (ANOVA) to calculate P values. Five comparison algorithms are given in our paper. We calculated the P values by ANOVA between the five comparison algorithms and the proposed patch-DL algorithm. The results show that all P < 0.05. Therefore, to simplify, only the P values between the AD and patch-DL algorithms are given in the table because the performance of the AD algorithm is the best among the five comparison algorithms. From the results, we know that most of the P < 0.01; some P > 0.01 < 0.05. When a P < 0.01, there is a very significant difference; when a P value is between 0.01 and 0.05, there is a significant difference. Therefore, our method can achieve a better quantitative performance than those of the traditional methods. For this simulation study, the CORR values are plotted vs the NMSE values in Fig. 4 for various numbers of iterations of the pixel-, pixel + filter-, patch-, patch + filter-, AD-based, and patch-DL algorithms. Figure 4 provides further evidence that the proposed method offers a better performance than those of the other methods. Moreover, the corresponding intensity profiles along the horizontal line (blue) through the tumor that is indicated in Fig. 1(a) are shown in Fig. 5 . The profile obtained with the proposed patch-DL algorithm best matches that of the original phantom.
DISCUSSION
5.A. The convergence of the algorithm
We analyze the convergence of the proposed patch-DL algorithm in this section. We analyze whether the patch-based regularization and DL methods converge in theory. Because our proposed algorithm uses a combination of patch-based regularization and DL, we analyze the convergence of the patch-based regularization and DL algorithms. First, the patch-based regularization algorithm has proven to be FIG. 4 . Correlation coefficient (CORR) and normalized mean square error (NMSE) plots comparing the proposed patch-DL method with the pixel-, pixel + filter-, patch-, patch + filter, and adaptive dictionary learning (AD)-based methods based on the CORR and NMSE values for the whole image and three region of interests (ROIs) [marked with yellow squares in Fig. 1(a) convergent in the other literature. 2 As discussed in part 2.B, the penalty functions used to achieve convergence need to satisfy three conditions: (a) The function w t ð Þ is symmetric and differentiable everywhere. (b) The function w t ð Þ has a first-order derivative that is nondecreasing (hence, w t ð Þ is convex). 3) The function w t ð Þ curvature is nonincreasing for t ≥ 0, and 0\x w 0 ð Þ\ þ 1. The patch-based penalty given in Eq. (11) is convex for any w t ð Þ that satisfies the above three conditions. Therefore, the patch-based algorithm is convergent. 2 Second, the DL algorithm has also been proven to be convergent in the literature. 1, 15 With respect to the convergence of the DL algorithm, optimization techniques and Bayesian techniques are two general classes of DL from an algorithmic point of view. With respect to the optimization techniques, a dictionary is found by optimizing an objective function that includes parameters such as the patch size, dictionary size, sliding distance and sparsity level. The Bayesian techniques use a simulative statistical model to represent the data, and all the parameters of this model can be directly inferred from the data. In general, optimization techniques have several parameters that need to be justified, but such techniques can converge more quickly. In contrast, Bayesian techniques do not have any predetermined parameters but converge more slowly. 15 In this paper, the proposed DL algorithm is an optimization technique, and we chose the adaptive DL method. Once the dictionary is learned, it is applied to reconstruct the noisy sinogram data; the dictionary is adaptively updated based on patches that are derived from the updated reconstructed image, and the process continues until convergence.
Through the above analysis, we know that the patch-based regularization algorithm and DL algorithm are convergent in theory, but this does not guarantee that the patch-DL algorithm is also convergent. It is difficult to prove the convergence of patch-DL in mathematics, so we did not provide proof of the convergence of patch-DL. However, to monitor the convergence of the proposed patch-DL method, we performed many experiments. All the experimental results show that the patch-DL algorithm is convergent. A representative result is given in this paper, as shown in Fig. 6 . Figure 6 shows the RMSE value vs iteration number. This curve is obtained by the patch-DL algorithm (2e 7 count level) in Fig. 2. From Fig. 6 , we can see that after~100 iterations, the RMSE changed little with further iterations, and at~200 iterations, the algorithm reached convergence. Therefore, the patch-DL algorithm proposed in this paper is convergent.
5.B. Parameter optimization
In this section, we mainly studied the parameter optimization of the proposed patch-DL algorithm. We discussed parameter selection and optimization based on patch-based regularization and DL, respectively. For patch-based regularization, there are four parameters in the presented algorithm that need to be manually tuned. The first parameter is b, a regularization parameter in Eq. (4) . b is used to balance the prior information terms and data fidelity. It depends on the noise level, and it should be increased when the noise level increases, and vice versa. Therefore, choosing an optimal value is an interesting problem. Generally, it is difficult to find simple methods to determine an appropriate value for b, and it is usually empirically selected in practice. 39 In all of our experiments, we empirically found that it provided the best reconstructed images near 2 À7 . The second parameter is d, the hyperparameter in Eq. (12) . The experimental results show that the optimal range of d is 1e À12 $ 1e À3 . When d is 1e À12 $ 1e À3 , it has little effect on the quality of the reconstructed images, so in all our experiments, we chose a value of d of 1e À9 . The third one is the patch size in Eq. (28) , and the fourth one is the neighborhood size in Eq. (11) . A smaller patch and neighborhood can lead to a slower computation, and vice versa. In addition, large patches may not be able to identify small image features and thus cannot preserve the corresponding edges. For our experiments, we selected different patch sizes of 1 9 1, 3 9 3, 5 9 5, and 7 9 7, and FIG. 5. Intensity profiles along the horizontal line (blue) through the tumor indicated in Fig. 1(a) found that there was little difference in the computation and image quality performance among the patch sizes except for those of 1 9 1. We also selected different neighborhood sizes of 3 9 3, 5 9 5, 7 9 7, 9 9 9, 11 9 11, and 13 9 13, and found that a neighborhood size of 3 9 3 provided the best performance. Therefore, in our experiments, we set both the patch size and the neighborhood size to 3 9 3 pixels.
For DL, there are also four parameters in the presented algorithm that need to be manually tuned. To examine the robustness of the four tuning parameters within the range, we calculate the relative RMSE based on different choices of m, T 0 , and r, and the results are shown in Fig. 7 . Our results show that the proposed method is robust to the investigated parameters. The first parameter is m, the patch size in DL. Both adaptive and global dictionaries are trained from the extracted image patches by the K-SVD algorithm. A large element size may not be able to identify small image features, while more computational time would be needed if we choose a small size. In the literature, the size of the dictionary element ranges from 2 9 2 to 10 9 10, which has the best performance. 9, 15 Considering the options comprehensively, in our experiments, we set the patch size to 6 9 6, and the size of the dictionary was 36 9 1152. Thus, the number of rows in the dictionary corresponded to the patch size, and the number of columns was 32 times larger than the number of rows. The second parameter is T 0 , the sparsity level in Eq. (5) . The sparsity level is the number of atoms involved in representing a patch, which is empirically determined according to the complexity of the image to be reconstructed and the properties of the dictionary. In the literature, the sparsity level is selected as 5-10 atoms 20 to achieve the best performance. Considering the options comprehensively, in our experiments, we set the sparsity level to 5. The third parameter is e, the reconstruction error threshold in Eq. (6) . The reconstruction error threshold e represents the tolerance of the difference between the original and reconstructed images. This value is related to the property of the dictionary and noise level. In the literature, the value of the reconstruction error threshold e is generally less than 1, and in all our experiments, we found that when the reconstruction error threshold e is 0.00025, the best performance is achieved. The fourth parameter is r, the patch overlap stride. The larger the overlap stride is, the faster the speed, but some details may be missed. In all our experiments, we analyzed the results of varying the overlap stride in the range of 1 to 5. Considering the options comprehensively, in our experiments, we set the patch overlap stride to one pixel. Based on the above discussion, we summarized the selection of the parameters in Table III .
CONCLUSIONS
We have proposed a framework for PET image reconstruction based on patch-based regularization and DL. This framework has been validated by computer simulations. The simulation results show that the proposed patch-DL method outperforms the pixel-, pixel + filter-, patch-, AD-, and patch + filter-based methods.
Traditional CS reconstruction techniques usually rely on TV regularization. Because of the piecewise constant image model, massive blocky regions are produced in the results obtained in practical applications. In contrast, the purpose of DL is to learn local patches and structural image patches while suppressing noise, leading to a reduction in artifacts. In addition, DL adapts to the acquired data, thus providing a sparse representation and better restoration quality. As to whether the algorithm converges, usually, the number of iterations required for the algorithm to converge depends on the complexity of the image and noise. In this paper, our experiments show that our proposed algorithm is convergent. To make the comparison more meaningful, we optimize the parameters of our algorithm separately. We refer to the literature and to our own experimental data to conduct a considerable experimental analysis and comparison and finally summarize the optimal parameters suitable for our data and algorithm. The experimental results show that the proposed method is robust to some investigated parameters.
Regarding the computation, because of the time consumed for sparse coding, patch extraction, and DL, the patch-DL method takes longer to run than the pixel-and patch-based methods. We can further improve the computing speed and reduce the reconstruction time by optimizing the DL algorithm and by implementing the algorithm in C++ and with GPUs.
However, due to the low SNR nature of PET measurements, controlling this tradeoff between noise and image details has proven to be technically difficult. Therefore, it has been verified that the proposed method has outperformed other algorithms, but it cannot be guaranteed that every detail in the reconstructed image outperforms that provided by other algorithms. Because the proposed algorithm was validated with only simulated 2D data, it still needs to be validated with real three-dimensional data. In the future, we intend to explore GPU parallelization technology to further improve the computational efficiency and shorten the computing time. We conclude that the patch-DL algorithm has the potential to improve quantitative PET imaging.
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